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A Go-Anywhere Strip-Chart Recorder That 
Has Laboratory Accuracy 

This rugged, portable recorder is designed to operate 
in the laboratory, in a moving vehicle or aircraft, in 
the desert, in freezing temperatures, on battery power or 
ac of various frequencies, even upside down, always 
within its laboratory specifications. 

by Howard L. Merrill and Rick A. Warp 



MONITORING A VOLTAGE representing some 
variable and producing a permanent graphic: 
record of it as a function of time is the special job of 
the strip-chart recorder. These recorders come in 
many different types and sizes with capabilities to 
match nearly every application. However, there has 
long been a need for a strip-chart recorder that 
could deliver laboratory-accuracy recordings under 
relatively severe field conditions while operating 
on batteries or whatever power might be available. 

Model 7155A Portable Strip-Chart Recorder. Fig. 
I, was designed to fill this need. To our knowledge 
it is the first laboratory-quality strip-chart recorder 
that is also rugged and portable. Its specifications 
are guaranteed over a temperature range of — 28°C 
to +65°C and under all conditions of humidity, 
shock, and vibration imposed by Hewlett-Packard 
class B environmental specifications.* Typical in- 
struments exceed the shock and vibration specifica- 
tions by substantial margins. 

The new recorder is accurate within ±0.5% of 
full scale. Overshoot is less than 1% and deadband 
(a combination of backlash, turn-on voltages, and 
friction) is less than 0.2% of full scale. Chart speed 
is accurate within ±1% and is independent of 
power-line frequency, so paper movement is equal- 
ly accurate whether the recorder is operated in a 
laboratory, on 400 Hz power in an airplane, or on 
power from an auxiliary generator whose frequency 
is uncontrolled. Common-mode rejection of the 
floating, differential input amplifier is greater than 
120 dB at dc and greater than 100 dB at 50 or 60 Hz. 

Depending on what power option is selected (see 
specifications) the new recorder can operate on ex- 
ternal ac. external dc. or internal rechargeable bat- 
teries. Ac power can be 115 or 230 volts. 48 to 440 

•Retattve nurmftry five 24-hr cycles 10 95% it 40"C Sfloo 30g Vitxmon 10-55 *. 0.010 incn 
peift-to-peaft Wvianon 



Hz. External dc can be 10.5 to 34 volts. The internal 
batteries recharge while the recorder is operating 
on ac power. 

The recorder package is a modified version of the 
one used for HP 1700-Series Portable Oscil- 
loscopes." For maximum ruggedness. most parts of 
the recorder are rigidly attached to the front and 
rear castings of the case. This creates a rigid base 
for the instrument without incurring high tooling 
costs. 




Cover: The new Model 
7 155 A Portable Strip-Chart 
Recorder takes remote sites, 
rugged terrain, and un- 
laboratorylike environments 
in its stride It can't quite 
match the automatic weather 
station on our cover when it 
comes to enduring severe 
weather without special protection, but it'll help 
check things out after the storm is over. (The 
weather station is from Towner Systems of San 
Leandro. California.) 
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Fig. I. Model 7 155 A Portable 
Strip-Chart Recorder is designed 
to deliver laboratory accuracy in 
held use Pen displacement is 
accurate within ±0.5% and chart 
speed is accurate within ±f%, 
independent of ac line frequency, 
over a wide range of environ- 
mental conditions Internal bat- 
teries are optional. 



Disposable fiber-tip pens, insensitive to attitude 
changes or fluid forces caused by acceleration, are 
used in the new recorder. The ink is red or blue and 
is specially formulated so the pens will write relia- 
bly over the entire — 28°C to +65°C temperature 
range. The trace dries instantly at any writing or 
chart speed. 

The Writing System 

Internally, the 7155A consists of two major sys- 
tems, the writing system and the power supplies. 
The writing system is composed of a chopper-stabi- 
lized differential input amplifier, an accurate servo 
system, a reliable stepper-motor chart drive, and 
the disposable-pen ink system, all guaranteed to 
operate at temperatures from -28°C to +65°C and 
through five cycles of relative humidity to 95% at 
40°C. 

Dc Preamplifier 

Considering possible approaches to the design of 
a stable dc preamplifier for a recorder such as this, 
the designers asked themselves, "Can the desirabi- 
lity of low cost justify the use of direct-coupled am- 
plifier stages even though these inherently have 
greater drift?" Because of the wide operating tem- 
perature range of the 7 155 A, the answer to this ques- 
tion had to be, "No." 

The next approach considered was to use a 
number of ac-coupled gain stages preceded by a 
chopper type of modulator and followed by a 



switching demodulator and a low-pass filter, as 
shown in Fig. 2a. This design has been used suc- 
cessfully in other recorder preamplifiers, but its 
cost wasn't compatible with 7155A cost objectives. 
Because semiconductor choppers vary in effi- 
ciency, and any such variation would appear as 
an error in the preamplifier output, the chopper 
would have to be mechanical and the transformer 
would need high input inductance. These two com- 
ponents alone would have raised the selling price of 
the instrument by more than 10%. 

The approach chosen, shown in Fig. 2b, has also 
been used in other recorders. Its advantage is that it 
uses a semiconductor chopper, but the varying 
chopper efficiency affects only the internal loop 
gain of the preamplifier. The preamplifier output re- 
mains stable at the gain level determined by the 
feedback resistors. 

The preamplifier and servo system float with re- 
spect to the case of the recorder, which is ground- 
ed. The preamplifier acts as a differential amplifier 
and responds only to the difference in the voltage 
applied to its two floating inputs. Any voltage com- 
mon to both inputs, such as hum pickup in the in- 
put leads or the constant voltage on the outputs of a 
resistive bridge, will be rejected. 

Servo System 

The pen-positioning servo system consists of a 
reference voltage, a feedback potentiometer that in- 
dicates pen position, an error amplifier that com- 
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Fig. 2. Dc preamplifier stabilized 
by a mechanical chopper, as 
shown in la), is used in other 
recorders, but was judged too 
costly lor the 7 155 A. The 7 155 A 
input amplifier, shown in (b), uses 
a semiconductor chopper, but the 
design makes the output inde- 
pendent ol chopper efficiency 
Common mode rejection of the 
floating differential input is greater 
than 120 dB at dc. 100 dB at 50 or 
60 Hz 



pares the actual pen position to the desired pen po- 
sition (the preamplifier output), a power amplifier 
driving a dc motor and a belt/cable system that 
moves the pen. and two compensation networks. 
Fig. 3 is a diagram of the system. 

The open-loop transfer function of the servo sys- 
tem consists basically of the transfer function of a 
dc motor with a constant field and the input voltage 



applied to the armature, along with a constant repre- 
senting the gain of the amplifiers and the pulley re- 
duction between the motor and the pen. Thus 

T = K, / [s( IRs + K V K,)] 

where K, is a torque constant representing the 
amount of torque produced for a given armature cur- 
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Fig. 3. Slider-potentiometer pro- 
vides pen-position information for 
the servo system Pens are dis- 
posable fiber-tip type, insensi- 
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and the ink is specially formulated 
to write from -28°C to +65=0 
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Fig. 4. Root-locus plot ol the pen- 
posttioning servo system shows 
that the operating loop gam results 
in poles that have less than max- 
imum overshoot but are still off the 
real axis This results in the fastest 
possible response consistent with 
adequate gain margin lor the belt 
resonance poles 



rent. I is the rotational moment of inertia of the sys- 
tem reflected at the motor. R is the motor armature 
resistance, and K v is a velocity constant represent- 
ing the back voltage for a given angular velocity of 
the motor shaft. To this basic transfer function must 
be added a pair of complex poles describing the res- 
onance characteristics of the pen, pulley, and motor 
inertial masses and the characteristics of the belt, 
and a pole and a zero representing the feedback 
compensating network. 

The resulting pole-zero configuration and the 
root-locus plot of the system are shown in Fig, 4. 
The complex poles near the origin dominate the re- 
sponse, and the theoretical maximum overshoot is 
0.6%. The root-locus plot shows that the operating 
point chosen has less overshoot than the theoretical 
maximum but is still off the real axis. This was 
done to assure an adequate gain margin for the res- 
onance poles of the mechanical components while 
maintaining as fast a response as possible. 

At this operating point, however, the gain is in- 
sufficient to achieve the required deadband specifi- 
cation. Therefore, a nonlinear compensator makes 
the small-signal gain of the system higher than the 
large-signal gain, as shown by the Bode diagrams. 
Fig. 5. The transition from small-signal to large-sig- 
nal characteristics is determined by the turn-on vol- 
tage of a string of diodes, a voltage approximately 
equal to the starting voltage of the system measured 
at the servo motor armature. The actual starting vol- 
tage, or deadband, at any time may be greater than 



or less than the diode turn-on voltage, but this will 
not affect the stability of the system or the large-sig- 
nal step response. 

Chart Drive 

The chart drive design is shown in Fig. 6. A 440 
Hz Wien-bridge oscillator with automatic gain con- 
trol provides a reference frequency that is divided 
by a programmable integrated-circuit divider and 
applied to a stepper chart-drive motor. 

The oscillator makes the chart drive accuracy in- 
dependent of the power line frequency, and makes 
it possible to operate on dc power. Using a stepper 
motor instead of a synchronous motor eliminates 
the need for a mechanical transmission to provide 
different chart speeds. It also substantially in- 
creases reliability and reduces cost. 

Fiber-tip Pens 

The disposable fiber-tip pens are made of poly- 
propylene and filled with a compressed bundle of 
oriented polyester fibers. The ink injected into the 
fiber bundle is insensitive to gravitational or iner- 
tial effects because of the large capillary forces 
drawing it towards the polyester pen tip. 

Power Supplies 

An overall block diagram of the new recorder's 
power system is shown in Fig. 7. The internal bat- 
tery is a sealed, 12 volt, gelled-electrolyte, lead-acid 
battery. In spite of the fact that its specific energy ca- 
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Fig. 5. To achieve the speeded 
deadband ol less than 0.2% of 
full scale, a nonlinear compen- 
sator was included in the servo 
system to increase the loop gam 
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parity (energy stored per unit volume) is about 30% 
less than that of nickel-cadmium or other high-per- 
formance batteries, the economy of the lead-acid 
battery, its lack of the long-term memory effects* 
that are common in nickel-cadmium batteries, and 
its wide operating temperature range make this 
type of battery very attractive for this application. 
The recorder will operate approximately nine hours 
at 20°C before the batteries need recharging. 

•Temporary loss ol capacity due lo repetitive partial discharge cycles 



The ac rectifier and the +10V regulator are of 
standard design. The regulator is a series type. 

The battery charger consists of a current-limited 
13.8V supply that is connected across the battery 
terminals whenever the recorder is plugged into 
the ac line. The maximum charging current avail- 
able is 1.2A. This "float charger" allows the battery 
to be charged whenever ac power is available. It also 
makes possible a standby mode of operation, where- 
in the instrument is plugged into the ac line and set 
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Fig. 6. Chart drive motor is a stepper motor driven by a Wien bridge oscillator with AGC Seven 
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Fig. 7. Internal batteries are 
gelied-electrolyte lead-acid bat- 
teries capable ol operating m any 
position and having no long-term 
memory effects Recorder oper- 
ates 9 hours at 2Q°C without re- 
charging Ac power supplies are 
ol standard design 



to the battery position (see rear-panel view, Fig. 8). 
The charger is capable of charging the batteries and 
operating the recorder simultaneously. If the ac 
power should fail, the recorder will keep operating 
for up to nine hours on its internal battery. When 
the ac power is restored, the battery will then re- 

charge. 

The battery charger has a current sensor on its 
output (a 0.5fl resistor and a comparator). This cir- 
cuit turns on a "battery charging" light when the 
current into the battery is greater than 50 mA. 

Other Features and Options 

Other features of the 7155A Recorder include a 



transparent plastic front cover to keep out dust and 
dirt, three chart-magazine tilt angles, and easy ac- 
cess to the internal printed-circuit boards for servic- 
ing. 

Among the options are left and right limit 
switches positioned by screwdriver adjustment 
from the front panel, both adjustable over the full re- 
cording span. An optional notch filter reduces un- 
wanted input noises, and an optional 5 kfl retrans- 
mitting potentiometer provides true pen-position 
output information. Other options include right- 
hand zero, metric scaling, and a remotely con- 
trolled event marker. 




Fig. 8. Battery charger is connec- 
ted across the internal batteries 
whenever the recorder is plugged 
into the ac line When the rear- 
panel source switch is in the bat- 
terylstandby position, ac power 
can be used and the recorder will 
switch to battery power it the ac 
power tails 
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SPECIFICATIONS 

HP Model 7155A Recorder 

Performance Specifications 

INPUT RANGES: ImVdiv Itiru 10Vdiv in 1.2.5 steps wiin overlapping vernier 

(10 dhr'full scale). 
TYPE OF INPUT: Single-ended. Iloaling. 
INPUT RESISTANCE: 1MI1 constant on all spans 

MAXIMUM ALLOWABLE SOURCE RESISTANCE: 5KI1 tor raled response and 
accuracy 

NORMAL MODE REJECTION: 25 dB 165 dB with filter, Option 0041 at 50 Hz or 
60 Hz. 

COMMON MODE REJECTION: 120 dB at dc. 100 dB at ac 50 60 Hz 

RESPONSE TIME: 0 5 seconds lull scale to within rated accuracy 
OVERSHOOT: 1% ot lull scale (maximumi 

ACCURACY OF DEFLECTION (at 25 C): • 0 5% of full scale (includes dead- 

oanfl and lineanty) 

Temperature coefficient 0 02"VC 
RANGE-TO-RANGE ACCURACY: ?0 3% Of lull scale 
LINEARITY: 0 25% lull scale (terminal based) 
ZERO: Full span adjustment 

CHART SPEEDS: 20 seconds Inch. U.S. 1020.80 rmnutesi'inch 
CHART SPEED ACCURACY: 1% cumulative 

ENVIRONMENTAL (OPERATING): -28C to -65 C - 95% relative humidity 
(40"C) 

General Specifications 

WRITING MECHANISM: Servo actuated mk pens (wide temperature disposable 
pens) 

GRID WIDTH: 5 inches 1 12 cm) 
CHART LENGTH: 70 It (21,3 ml 
PEN LIFT: Mechanical 

WEIGHT: Not. 30 lbs (13.64 kg) with batter, option 
POWER SOURCES: 
OPTION 007 - External ac (48 to 440 Hz. 1 1 5 : 1 0% or 230 = 10% V); 30VA ma> . 

External dc( 10.5 to 36V 0 5 amp typ . 0 9 amp max independent ol voltage). 
OPTION 006 - External ac. External dc. Internal rechargeable batteries (recharge 
while operating) 

OPTION 009 . External dc ( 10 5 to 34V. 0 5 amp typ . 0 9 amp max independent 
of voltagel 

NOTE Power option must be specified when ordenng instrument 
PRICE IN U.S.A.: S985 iPower Options 007 and 008 additional) 

Options 

METRIC SCALING: Option 001 - N'C 
SPAN lmV'cm thru lOV'cm in 1,2 5 steps with overlapping vefmer (12 cm 
full scale) 

SPEEOS 30. 10, 5. 2 5 1 minute/cm. 30. 10 seconds cm 
LIMIT SWITCHES: Ootion 002 - S100 

RETRANSMITTING POTENTIOMETER (Skit): Option 003 • $75 

FILTER 65 dB NMR. responae time 1 sec I.e.: Option 004 - S25 

RIGHT HAND ZERO: Option 005 • N C 

EVENT MARKER: Option 006 - $75 

EXTERNAL AC AND DC: Option 007 - $40 

EXTERNAL AC, DC. AND BATTERY: Ootion 008 • $150 

EXTERNAL DC: Option 009 - N C 

DELETE FRONT COVER: ; D tiCn 010 - less $25 

MANUFACTURING DIVISION: SAN DIEGO DIVISION 

16399 West Bernardo Dnve 

San Diego CaHorrxa 92127 u S A 
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Telecommunication Cable Fault Location 
from the Test Desk 

This new fault locator automates Wheatstone-bridge 
methods that have fallen into disuse because they are 
too cumbersome. The result is fast, easy fault location 
and better telephone service. 

by Thomas R. Graham and James M. Hood 




IF YOU HEAR VOICES from other conversations 
while using your telephone it may be crosstalk 
caused by moisture that has formed a conductive path 
between wires in the telephone cable. If there's a high 
noise level on your line, it may be the result of leak- 
age between a wire and ground. 

Model 491 3 A Test Desk Fault Locator, Fig. 1, is 
designed to locate faults like these quickly and ea- 
sily. Its 3'/2-digit light-emitting diode display indi- 
cates the distance in feet from the instrument to the 
fault, from the instrument to the end of the cable, or 
from the end of the cable to the fault. 

The 491 3A will locate resistance paths between 
the wires of a pair (shorts), resistance paths be- 
tween wires of two different pairs (crosses), and re- 
sistance paths between a wire and ground 
(grounds). Grounds and crosses can be located us- 
ing only the faulty pair. Locating shorts requires 
one good pair in addition to the faulty pair. Under 
most conditions, the 4913A will locate faults that 
have resistances as high as lOMft, its sensitivity in- 
creasing as the fault resistance decreases (see Ap- 
pendix). Thus the instrument can detect even faults 
that are unnoticeable to the telephone user. 

Role of the Test Desk 

A local test desk is a test station located in a tele- 
phone company's local service center or repair ser- 
vice bureau. The local test desk uses dedicated test 
trunks to central offices to access customer lines. 
One repair service bureau can service several cen- 
tral offices. A simplified interconnection is shown 
in Fig. 2. 

Trouble reports normally originate in the service 
bureau from subscriber complaints, routine tests, or 
acceptance tests. Fault location then proceeds in 
six steps. First, the fault is isolated to the cable or to 
other equipment such as the switching equipment 



Fig. 1. Model 4913A Test Desk Fault Locator quickly locates 
shorts, crosses, and grounds without requiring special train- 
ing Piano-key switches are used m lelt-to-nght sequence 

or subscriber set. Next, the fault is classified as to 
type. 

The fault is then sectionalized, which means that 
its location is determined as accurately as possible 
from the local test desk. (Wire parameter toler- 
ances, instrument accuracy tolerances, and diffi- 
culty in measuring cable lengths in the field pre- 
vent pinpointing faults from the local test desk.) This 
is the job of the 4913A. 

The final three steps are performed in the field. 
The fault is localized from the cable access closest 
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Fig. 2. 491 3 A Test Desk Fault Locator is designed lor use at 
a local test desk in a telephone company repair service 
bureau. Faults are typically in customer lines originating 
in central offices. The test desk operator works with a crafts- 
man in the field, e g , at the customer location 

to the fault with another type of fault locator. The 
fault is then pinpointed by visual inspection or 
other means and repaired. The final step is verify- 
ing that all faults and their causes have been 
cleared. 

The Old Way 

Fault sectionalization from the test desk is not a 
new idea. For years Wheatstone bridges have been 
present on some test desks for this purpose. The 
test desk operator works with a craftsman in the 
field. With the fault between the central office and 
the craftsman, a pair of wires free from faults is iden- 
tified and shorted by the craftsman to one side of 
the faulted pair (Fig. 3). The test desk operator nulls 
the galvanometer, G. and records the resistance 
reading. V. for each of the three switch positions. 
This procedure is known as the three-Varley meth- 
od. The following calculations must then be per- 
formed to obtain R v . R x . and R T . 



Rv = XTb" (V: ' ~ v ")° hms ft] 
A 



R 3 



R ! 



A + B (V< - V,)ohms 
ATb( v - - V,)ohms 



(2) 



(3) 



Distances are then calculated by multiplying R Y . 
R x , or R T by an ohms-to-feet conversion factor deter- 
mined by the wire gauge. The strap-to-fault distance, 
represented by R Y . is usually the most important 
parameter. A typical faulted pair could be 35,000 
feet long with the fault located 1500 feet from the far 
end. 

A problem with this method of fault location is 
that the calculations are time consuming and the 
method requires an experienced operator. Also, the 
bridges lack the sensitivity to locate very-high-resis- 
tance faults resulting from wet plastic-insulated ca- 
ble. When higher currents are used to compensate 
for this lack of sensitivity, faults are often dried out 
before they can be located. Because of these disad- 
vantages Wheatstone bridges are not included in 
new test desks. 

The 491 3A Way 

The 491 3 A digital readout of the distances repre- 
sented by equations 1. 2, and 3 can be obtained in 
seconds. The time consuming process of recording 
three different resistance values, calculating R Y . 
R x , and R T , and multiplying by an ohms-to-feet con- 
version factor has been eliminated. 

First a craftsman at the customer station or other 
access point establishes communication with the 
test desk and makes a strap, depending on the type of 
fault. For shorts an extra good pair of wires is strap- 
ped to one wire of the faulted pair. For crosses and 
grounds only the faulted pair is strapped. At the test 
desk, connections to the faulty pair, good pair (if 
needed), battery, and ground are made, using the 
4913A's 310-type telephone plugs. 

Next, the fault mode switch (Fig. 4) is set accord- 
ing to the type of fault and the gauge switch is set to 
the proper wire gauge. When a cable consists of 
more than one gauge, that of the wire at the far end 
is chosen first because experience has shown that 
the fault is most likely to be found in the end sec- 
tion. This procedure gives an accurate strap-to-fault 
distance reading. If it turns out that the fault is in 
the gauge section closest to the test desk, changing 
the gauge switch to that gauge will give an accurate 
desk-to-fault distance reading. If the fault lies 
beyond a gauge-change point from both the strap 
and the test desk, a correction factor must be ap- 
plied to get the correct reading. 

The following steps are then taken, using the 
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front-panel piano-key switches in left-to-right 
sequence. 



■ BATTERY CHECK 

■ FAULT CHECK: An analysis of the cable is made 
automatically to determine whether the fault still 
exists or has dried out. 

■ STRAP CHECK: The strap connections are veri- 
fied automatically to assure a valid measurement. 

■ NULL 1: Dc voltage on the faulty pair is bucked 
out so it doesn't interfere with the measurement. 

■ NULL 2: The bridge circuits are balanced by ad- 
justing the NULL knob so the computation cir- 
cuits can compare the bridge ratio to the strap 
distance. 

■ FAULT DIST FROM STRAP: Distance to the fault 




Fig. 4. 4913A fault mode switch is set to the type ol tauit 



Fig. 3. Old three-parley method 
repuired the lest desk operator to 
make three Wheatstone-bridge 
nulls and calculate the distances 
represented by R,. R,. and R T . 

back from the strap is displayed. 

■ FAULT DIST FROM DESK: Distance to the fault 
from the desk is displayed. 

■ DIST DESK TO STRAP: Distance from the desk to 
the strap is displayed. 

Null Operation 

There are two sequential nulls. Null 1 (see Fig. 5) 
is a dc zero adjustment to cancel offsets from ther- 
mal voltages and loop voltage in the faulted wire 
caused by multiple faults. For example, a resistance 
path to the telephone company's -48 Vdc battery 
combined with a resistance path to ground generates 
the series voltage shown as V os in Fig. 5. The Wheat- 
stone bridges formerly used at the local test desk 
give incorrect readings when V os is present in the 
faulted wire. In the 4913A. the internal dc offset 
generators of ICl are adjusted to cancel V M . 

After Null 2 (Fig. 5) has been adjusted the circuit 
is a balanced Wheatstone bridge and equation 4 ap- 
plies. 

Rr _ Ra Rh ... 

Rx ~ Rr + k (R* + R v ) 141 

R x is one arm of the bridge and R v + k(R x + Ry) is the 
other unknown arm. The coefficient k is an imbal- 
ance factor representing a good pair of wires that is 
different in length or gauge from the faulted pair. 

Distance Readouts 

The distance in feet from the strap to the fault, 
from the local test desk to the fault, or from the lo- 
cal test desk to the strap can now be displayed by 
pressing the appropriate switch. 
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Adjust 
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O 
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-48V 
JZ- Central Office 
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Fig. 5. f wo nu//s are adjusted in 491 3A operation. Null 1 cancels voltages such as V m that often 
caused errors in the old three-Varley method. Null 2 sets up a balanced-bridge condition 



Fig. 6 is a diagram of the circuit for determining 
fault distances for a short. Determination of strap to 
fault distance starts with the voltage V, at the output 
of the buffer ICl. V, is not affected by V os because Null 
1 has effectively eliminated V,,,,. 



V, = V, - v., 

= Io [R v + k (Rx + Rv)l - Io k (Rx + Rv) 
= Io Rv (9) 
At the input to the digital panel meter. 



V, = I„ (k + 1) (Rx + Rv) 



V., = AI„ R v 



(5) 



(10) 



V 4 results from voltage division across the Null 2 
potentiometer. 



V, = V, 



R.% + Ri> 



R\ R» "f" Re 



(6) 



After substituting equations 4 and 5 into equation 6. 



V. = Io [Rv + k (Rx + Rv) ] 



(7) 



The buffer IC3 uses one of the good wires as a 
sense lead to measure the voltage at the strap. 



V., = Io k (Rx + Rv) 



After subtracting. 



(8) 



A and I Q are calibrated to convert the resistance R y 
to the equivalent number of feet. 

The other two distance readouts are obtained in a 
similar manner. 

When only one wire of a pair is faulty an extra 
good pair is not required. The craftsman in the field 
shorts the two wires of the pair and the operation of 
the 4913A is unchanged. The internal system is con- 
figured differently and the mathematics describing 
the instrument operation are altered, but the basic 
idea is the same. 
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Strap In 
Field 




Fig. 6. Alter Null 2 is ad/usted. selected distances are displayed automatically on the 3Vi-digit 
digital panel meter No calculations are needed. 



SPECIFICATIONS 

HP Model 491 3A Test Desk Fault Locator 
Distance Measurement 

OVERALL INSTRUMENT ACCURACY: 

RANGE X100.X10 1 1 2% : 1 LSD 
XI :12N:SLSD 
DISTANCE RANGE: 0 10 199 900 lee! 

DISTANCE DISPLAY: Displays distance from Mrap lo fault, dislance from desk to 
fault ana Astance from desk to strap on digital display directly in feet 

GAUGE CALIBRATION: 19 22. 24 and 26 AWG I copper |. 17 and 20 AWG 
(Aluminum) 

Fault Characteristics 

TYPES Of FAULTS: Well locate shots: crosses to working or non-working conduc- 
tors, and grounds to earth shield, or lo working tips 

RETURN LOOP REQUIREMENTS: Grounds and crosses can oe located using 
only CO battery or ground for return Snorts require good pair tor return (good pair 
need not oe same gauge nor length as faulty pair) 

FAULT RESISTANCE: Dependent on wire gauge and dislance from fault. Under 
most conditions faults as high as 10 Mil can be located 

Foreign Voltage 

CO. BATTERY: dc loop voltages between good and bad wire caused by multiple 
faults can be nulled out Measurement accuracy unaffected by C O battery 
crosses 

INPUT PROTECTION: Instrument circuitry protected against accidental application 
of foreign voltages as lollows: t 100 Vdc or 280 Vp-p sinusoidal 

Self Check 

Artificial line equivalent to 30.000 leet ol 22 AWG wire with 300 kli lauit at 18.000 
feet Built into test set tor checking operation 



Power Requirements 



Battery 
(or 

Equivalent) 


Voltage 


Type 


Celts 
Reqd 


Typical 

Lev 


Evoready 520 
or 

Everearjy731 
Eveready216 
Burgess N60 


6V 

8V 
9V 
90V 


Alkali ne-Mn0 2 

Zinc Carbon 
Zmc Carbon 
Zinc Carbon 


1 

t 
8 

1 


100 days 

50 days 
itOdays 
600 days 



'Based on H hour per day intermittent on time 
BATTERY TESTS: Built-in test circuits permit instant check ot battery conations 

Test Cord 

DESCRIPTION: Detachable test cord terminated in color coded 310 type plugs Fol- 
lowing tesl cords are available lone furnished with 491 3A as specified! 
180B0A TEST CORD: For use with Western Electric 12-Type and 14-Type (cord- 
type) test desks Has three plugs labeled T1 HI" T2 R2 FOR SHORTS 
ONLY and CO BATT (RING) CO GND (TIP) 
1 8081 A TEST CORD: For use with Automatic Electric (co/d-typei test desks Has 
three plugs labeled T1 R1", "T2 R2 FOR SHORTS ONLY and CO BATT 
(RING) CO GND (TIP) 
1 808 2 A TEST CORD: For use wilh Western Electric 1 6-Type and modified 1 4-Type 
console (cordless-type) lest desks Has two plugs labelod Tt Ri and T2 R? 
FOR SHORTS ONLY- 
PRICE IN U SA: S1095 

MANUFACTURING DIVISION: DELCON DIVISION 

690 East MKKUetield Road 

Mountain View. California 94040 USA 
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Appendix 

491 3A Sensitivity 

To determine the sensitivity of the 4913A Test Desk Fault Locator, 
we first calculate the sensitivity of the null detector of a Wheatstone 
bridge to a small change In the impedance of one arm. 

In the bridge circuit of Fig. A, all voltages are measured with re- 
spect to point B Assuming an infinite input Impedance lor the null 
detector, 

ZiEa 



Ee 



Ed 



Ec-Eo i 



Zi + Zi 

ZjEa 
Z1 + Z4 

. (Z1Z4 -ZiZ.) Ea 
(Zi + Z.) (Z. + Z4) 



(1) 



In a balanced bridge, ZiZ« = Z1Z1 and Ea.i - 0. 

We will now let Zi change by a small amount .IZj. Differentiating 
equation 1 gives 

(Em _ pea 1 

aZi "(P + 1)« ' Zi 



whore P - Zi/Z< 



Zi/Zp. Thus 



PEa 



AZ. 
Zi 



(P + 1)' 

In the 4913A. the minimum detectable AEa« Is 14 «V. Suppose that 
the faulted line consists of 26,000 leel ol 22 gauge wire and 9,000 feet 
of 19 gauge wire and the fault Is 1,500 feet from the strap What Is 
the resolution ol the 4913A In feet? 

The actual 4913A circuit after Null 3 is shown in Fig. B R. repre- 
sents the distance to the fault (33,500 feet) and R' represents the 
distance from the fault to the strap (1.500 feet) In this case R> = 
480.0 1) and R. - 12.1 0. 

The equation for the null condition Is 

(R« + R.) R. = Rr (R< + 2Ry) 

In the 4913A, Ra - Ri + Rc - 5 ktf. Therefore Ri - 122.9 I) and Rc - 
4877 n. 

The voltage developed across the bridge depends upon the fault 
resistance Rr: 

90 Ri 



where 

In our example. 



Ea 



Ri = 



Ea - 



18,000 + Ri + Rr 

(Zi + Zi) (Zj + Z.) 
Zi + Zi + Zj + Za 

90 (2744) 
18,000 + 2744 + Rr 



(3) 



Assuming a fault resistance of zero ohms and substituting the 
known values into equation 2 gives 

AZs - 0.007 O. 

which means the 4913A resolution In this case is about one foot. For 
fir- = 10 MU. iZi - 0.31 !J and the resolution is about 45 leet 



18kll 



Null 
Deiectof 



2 3 "K 

I B 



90V 



Fig. A 



Null 2 Potentiometer 




18kH 



90V 



Fig. B 
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High Efficiency Modular Power Supplies 
Using Switching Regulators 

The switching regulators' advantages of smaller size and 
cooler operation used to be counterbalanced by higher 
cost, slower transient response, and noise, both electrical 
and acoustical. These new power supplies reduce the 
disparity significantly. 

by B. William Dudley and Robert D. Peck 



REGULATING A DC POWER source has for years 
been done by dissipating power in a series pass 
regulator. This approach has size, weight, and ther- 
mal handicaps. 

Switching regulators, on the other hand, dissipate 
little power and theoretically could be designed to 
dissipate no power at all. With practical circuits, 
they can achieve efficiencies as high as 80%. 

A switching power supply converts the incoming 
BC line power to dc and uses the dc to generate a high- 
frequency pulse train that is transformer-coupled to 
a rectifier and filter. The resulting dc output voltage 
is levelled by controlling the duty cycle of the pulse 
train. The pulse-generating switching device is thus 
either fully on or fully off, and consequently dissi- 
pates little power. 

Besides low power dissipation, another advantage 
of this technique is that the high pulse repetition 




Fig. 1. New modular power supply lor lixeO-voltage applica- 
tions uses a switching regulator to achieve 300 W output in a 
compact package. 



rates make possible the use of transformers, induc- 
tors and filter capacitors that are much smaller than 
those required for operation at power line frequen- 
cies. Power supplies that use switching regulators 
are thus smaller, lighter, and cooler running than 
their series-regulated counterparts. 

This basic scheme is used in a new line of power 
supplies, the Hewlett-Packard 62.600J series (Fig. 1). 
These can supply the high current at low voltage 
needed by present-day digital computers, communi- 
cation equipment, and process control equipment. 
At present there are nine models in this series, cover- 
ing an output range extending from 40 amperes at 4 
volts to 10.7 amperes at 28 volts. Although these un- 
its can supply up to 300W to a load, they weigh only 
14.5 lbs (8.2 kg) and occupy less than 'A of a cubic 
foot (less than 8000 cm 3 ), about one-third that of 
an equivalent series-regulated supply. 

Historical Problems 

Power supplies using switching techniques are 
certainly not new but they used to have certain prob- 
lems. Switching speed was one. In the 1950*s. sup- 
plies using transistors or SCRs as switches operated 
at pulse repetition rates around 2500 Hz. Although 
this was raised to 10 kHz by the 1960s, these frequen- 
cies are in the audio range so acoustic noise was a 
problem, requiring expensive damping and mount- 
ing of the magnetic components. Nevertheless, in air- 
borne, space, and other applications where cost was 
a secondary consideration to weight and size, switch- 
ing techniques were widely used. 

Another problem was radio-frequency interfer- 
ence. The substantial voltage transients generated by 
switching the current on and off rapidly into an in- 
ductive load like the transformer created a spectrum 
of radio-frequency noise. Unless appropriate steps 
were taken, this would be conducted to the load. 
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Fig. 2. Aluminum shield, cut open in this view, houses power 
transformer, switching transistors, and other sources ol elec- 
trical Interference 



back into the ac line, and radiated into the surround- 
ing environment. 

Yet another problem was slow response to changes 
in line or load with consequent inability to smooth 
power line ripple. The use of conventional feedback 
techniques resulted in slow response because the 
two-stage LC filters commonly used were often in- 
cluded within the feedback loop. 

A New Age 

Components have recently become available that 
now make switching techniques more practical 
while lowering costs. Transistors that are rated at 
400 volts and that can switch up to 5 amperes in a 
switching time of less than 1 p.s are now available at 
reasonable prices. Concurrently, high-current, fast- 
recovery rectifiers, new ferrite materials that yield 
high-efficiency magnetic components, and new capa- 
citors that have lower series inductance and resis- 
tance contribute to improved performance. It is there- 
fore possible to design switching power supplies to 
operate with pulse repetition rates above the audio 
range, generally 20 kHz, eliminating the problem of 
acoustical noise. 

In the new HP 62.600J series switching power sup- 
plies, major sources of radio-frequency interference 



are enclosed in an aluminum shield attached to the 
heat sink (Fig. 2). This plus appropriate filtering re- 
duces electrical noise by a factor of about 100. Noise 
conducted to the load within a range of 20 Hz to 20 
MHz is less than 40 mV peak-to-peak. 

The new switching regulator supplies also have 
improved regulation characteristics, holding the out- 
put within 0.1% of nominal, but able to respond to a 
change in load within 3ms. To gain an understand- 
ing of how this came about, an explanation begins 
with the elementary switching power supply shown 
in Fig. 3. 

As shown by the waveforms, switch S is closed by 
the comparator and opened by the oscillator. Induc- 
tor L integrates the pulses generated by switch S. Dl 
is a "fly-back" diode that completes a current path 
for inductor L when switch S opens (the current 
through inductor L never decays to zero). The output 
voltage thus has a triangular waveform superim- 
posed on the dc, rising while switch S is closed, and 
falling when S is open. 

Whenever the dc plus the triangular wave drops be- 
low the reference voltage V rB( , the comparator 
switches on the driver. When there is an increase in 
load current, turn-on occurs sooner, thus widening 
the pulse. The width of the driver pulses is thereby 
modulated by the comparator to maintain a constant 
output voltage. 




Load 




c 

. n n n 



Fig. 3. Elemental switching regulator power supply maintains 
the output voltage constant despite load changes by adjust- 
ing the percentage of time that switch S is dosed. 
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Comparison 



Fig. 4. By retaining the feedback loop around the first filter 
section, and adding a second loop around the second titter 
section, me new powe' supplies achieve relatively fast res- 
ponse with closely-regulated output 

This system responds to load or line changes with- 
in one cycle of the switching frequency and is thus 
able to smooth out line-related ripple. 

It turns out that without additional compensation, 
this circuit tends to be unstable when the pulse duty 
cycle is less than 50%. This problem is resolved in 
the new 62.600) series power supplies by the addi- 
tion of a parabolic waveform to the triangular feed- 
back waveform. This increases the slope of the feed- 
back waveform for light loads to give a more sharply 
defined comparison point. 

Some high-frequency ripple is required for this sys- 
tem to operate. The ripple can be smoothed with a se- 
cond LC filter but this raises a new problem: how to 
maintain good regulation when one of the filter sec- 
tions is outside the feedback loop. The solution is dia- 
grammed in Fig. 4. 

In the circuit of Fig. 4. the reference voltage into 
the comparator is replaced by an error voltage de- 
rived from a comparison of the output, as measured at 
the output of the second filter, to the reference \' Ivl . 
The time constant of the comparison amplifier can be 
made long with respect to the oscillator period, ena- 
bling the supply to have as fine a regulation as de- 
sired. The sawtooth regulating loop around the first 
filter section, on the other hand, responds within one 
cycle (25/xs), smoothing out power line ripple and 
perturbations resulting from fast changes in the load. 
The overall response of the system to a load change 
from full load to half load or half load to full load, be- 
ing limited by only one LC filter section, is «3 ms to 
within 0.1% of the nominal output voltage, a signifi- 
cant improvement over earlier designs. 

Reducing to Practice 

The new 62.600) Power Supplies use these techni- 
ques but with additional refinements. A block dia- 



gram is shown in Fig. 5 (all models in this series use 
the same basic circuit — only certain circuit constants 
differ). 

The ac line connects directly to a rectifier bridge 
that functions as a conventional full-wave rectifier 
when there is no connection between points E and V. 
or as a voltage doubler when a shorting strap ties E 
and F together (two of the rectifiers are out of the 
circuit when the circuit functions as a doubler with 
the strap in place). This circuit, based on a principle 
used in the HP Model 2100 series Computers 1 , allows 
the supply to operate from either a 120 V or a 240 V 
line without requiring a line transformer. 

The power line input also goes to the auxiliary 
power supply, a low power, series regulated supply 
that derives the voltages needed for operating the 
control circuit. 

Saturation of transformer Tl is avoided by using 
two regulator switches (Ql and Q2). These are 
switched on alternately so the current through the 
primary of Tl periodically reverses. This arrange- 
ment, in conjunction with the rectifier configura- 
tion, permits 400-volt transistors to be used with a 
230V input, rather than the more expen- 
sive 800V transistors required by some other con- 
figurations. 

The alternating current pulses in Tl are balanced 
by capacitor C3. which charges if there is any net dc 
resulting from any unbalance. The biases on transis- 
tors Q 1 and Q2 are thereby shifted to correct the unba- 
lance. Saturation of transformer Tl is thereby avoid- 
ed. 

The Q1-Q2 output pulses are stepped down to the 
desired voltage level by transformer Tl and rectified 
by diodes D2 and D3. These diodes can conduct up to 
44 amperes but have a reverse recovery time of less 
than 0.2 /xs. The rectified pulses are smoothed in the 
two-section LC filter to derive the output. 

Regulator switching is controlled by the pulse 
width modulator. FFl, a flip-flop (Fig. 5). The D (da- 
ta) input to this flip-flop is permanently connected 
high so when a clock input is received from the turn- 
on comparator, the Q output goes high, switching on 
Ql or Q2. The next pulse from the 40-kHz oscillator 
applied to the "clear" input of FFl. resets the Q out- 
put to "low", terminating the pulse. 

FF2 is another flip-flop connected as a binary div- 
ider. It switches states on each pulse from the 40-kHz 
oscillator thereby steering one drive pulse to Ql. the 
next to Q2. and so on to derive the alternating current 
input to transformer Tl. 

The 40-kHz oscillator is an asymmetrical multivi- 
brator that spends 5 /xs in one state and 20 /xs in the 
other. The 5 /xs output switches FF2 and clears FFl. 
forcing the FFl Q output low to terminate the drive 
pulse. The 5-/xs period establishes a "safety band" 
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Fig. 5. Block diagram ol new snitching regulator power supply. The output is isolated from the 
ac input, allowing either output terminal to be grounded or lloated up to 100V Irom ground 



that holds both Ql and Q2 off. so their turn-on states 
cannot overlap. During the remaining 20-/xs period. 
FFl can be triggered at any time to initiate the drive 
pulse. 

The parabolic stabilization voltage is derived by 
charging a capacitor from a constant-current source 
and converting the resulting linear ramp to a quasi- 
parabola. using the nonlinear collector-current/base- 
voltage transfer characteristics of a transistor. The ca- 
pacitor is discharged by the 5-jxs clock pulse. 

The parabola is summed with the voltage at point 
B and applied to the base of transistor 
Q3 which turns on when the base falls below the 
reference voltage at the emitter. The resulting vol- 
tage rise at the collector is amplified to derive the 
turn-on trigger. 

Fast Switch 

The switching transistors dissipate power during 
the transitions from on to off and off to on so transi- 
tions should be as fast as possible to minimize power 
dissipation. Fast turn-on is not a particular problem 
but fast turnoff requires removal of charge carriers 
from the switching transistor's base. This is done 
with the circuit shown in Fig. 6. 

The drive signal is coupled to the switching tran- 
sistor by way of transformer T2. During a drive pulse, 
transistor Ql is fully on, transistor Q4 is cut off, and 



capacitor C4 is charged through diode D5. At the end 
of the drive pulse, the polarity of the transformer out- 
put reverses, diodes D4 and D5 are reverse biased, 
and transistor Q4 turns on, conducting current away 
from the base of Ql. Capacitor C4 supplies collector 
current for Q4 during this time. This circuit pulls the 
switching transistor out of saturation within 1/xs. 

Guarding Against Accidents 

The load is protected from an overvoltage condi- 
tion by a fast-acting protection circuit that shuts 
down the supply if the voltage at the output should 
go above the normal output. The protection circuit 
has a Schmitt trigger that reverse biases diodes D6 
and D7 as long as the power supply output voltage is 
below the trip level. Whenever the output rises high 
enough to trigger the Schmitt. diodes D6 and D7 
clamp the switching regulator drive circuits so tran- 
sistors Ql and Q2 cannot switch on. thus effectively 
shutting down the supply. This occurs within 30 /is. 
The output then decays at a rate determined by the 
speed with which the load discharges the filter capa- 
citors. 

Whenever the overvoltage protection circuit trips, 
transformer T3 couples a pulse out of the instrument 
for use by external circuits. Conversely, the over-vol- 
tage protection circuit can be tripped by a pulse from 
an external controller, applied through this trans- 
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Fig. 6. The switching circuit speeds up turn-off of power 
transistor 01 

former. The circuit is reset by removing the ac line 
power. 

In the case of an ac line interruption, the "car- 
ryover" time (time during which the output remains 
within 2% of nominal), of interest for example in 
computer applications, is 30 ms. 

When turn-on and turn-off sequencing of several 
power supplies may be required, the supply can also 
be held off by an external contact closure between 
the terminals marked "-" and "o" on the rear panel. 
This clamps the output of the voltage comparison am- 
plifier so that no turn-on pulse can be initiated, 

The supply and/or the load are also protected by an 
adjustable current limit. Current in excess of that de- 
sired develops an IR drop across the current-sam- 
pling resistor that causes the current-limit amplifier 
to pull down on the input to the turn-on camparator. 
preventing any increase in the drive pulse width. 
The range of the current limit control is from 50% to 
113% of full-rated output. 

Series-Pass vs Switching Regulators 

The circuits just described, using the new genera- 
tion of components, make possible improved perfor- 
mance at lower cost. The reader might very well ask, 
then, are series-regulated supplies obsolete? Not real- 
ly. Series-regulated supplies have quieter outputs, as 
little as lmV peak-to-peak on the output, and faster 
response to load transients, typically less than 
0.1ms. For output power levels below 100 VV. they al- 
so have a lower dollar/watt cost, though this advan- 
tage is disappearing as the cost of the high-voltage 
fast-switching semiconductors needed by switching 
regulators continues to come down. 

Switching regulated supplies are significantly 
smaller, lighter and cooler running, as shown by Fig. 
7. With the introduction of the 62.600J series, switch- 
ing supplies have a lower dollar/watt cost for output 
levels of 200-300 watts. 




Fig. 7. A complete 300 W switching regulated supply is 
scarcely larger than /ust the power transformer ot an equiva- 
lent senes-regulated supply, and it weighs less -14.5 lbs 
(6.6 kg) vs the transformer s 18 IDs IB 2 kg) 

Efficiency 

Efficiency is the principal advantage of the switch- 
ing power supply. Consider the basic equation for ef- 
ficiency. 17: 

P., 

V = 

P 0 + p i 

where P„ is the output power and P, is the power lost 
internally. Rewriting, 

Pi h 

As an example, assume a 100W switching power 
supply with an efficiency of 80%. The power lost 
internally is: 



Pi = ) Po ■ 25 watts 

In comparison, a series-regulated supply with an 
efficiency of 40% would have an internal loss of 150 
watts. In other words, doubling the efficiency cuts 
the internal dissipation by a factor of 6. This means 
that much less cooling is required by the switching 
power supply. This and the smaller size simplifies 
installation requirements. 
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SPECIFICATIONS 

Model! 6M04J-6262BJ Switching Regulated 
Modular Power Supplies 





OCOWfFOT 




MQOCl 


NOMINAL »at«E 


CUHMNf 




POWER 




pMM *■* sp*"- 


1*1 Wsi 


.Mm, 


n*u i 






WW 


lit 


jaow 


I a. 


BU 


tvi r« IV} 


•oo* 


ISA 


Mew 




ftMUJ 


EVU01VI 


u» 


It* 


JOB* 


>■>..--. 


BtlQJ 


lOVtiOfVI 


«0* 


40* 


3*W 


•w 


4»'3j 


fHfl-OWl 


Mfl» 


«E* 


S»*W 


BWaancv 


|«* 


IM«DW| 


MO* 


40* 


»tW 




wt-t_ 


■•wtoiovi 


If ?A 


to* 


J75W 


•ON 




MVlJiJOV, 


>tu 


to* 


ITS* 




tMMJ 


«VI»'W 




to* 


J-*W 





OUTPUT CONTROL SatnAwv tomr_. io> Mpwl eanaga llhanm a 

■ milieu «o*b" no* »> Wwa pava* 
DC OUTPUT ISOLATION €<<*w Oulpa »•«•»«» M pvw » "a m at up 

B '00 >o"l ol* pound 
CURRENT UftkT a».aa»a-i '*r±», *» i te>, or >»■*. 

mum ikm a.*** cunani *u&m«fec«Hr nii» a*i 

Mumi* aakiBtrnern >anga • *Wi—~4m, W. to 1 



Performance 

10*0 EFFECT I Load Ragviaooni CJ-anga *i « cmv>iI -mag* • mm Fia* 

0 itSteaioMaiangahamQn <*%. ■•»»>) mbjk* and mm <*an 0 10% W 
•oad mi«> *o«n 'V> <• '00*. of >wi uu*»ui 

SOURCE EFPECT ii ™ ■■tui ti on) C—nq* - *x aH*m i Mf nea.an.gami 
• ■-* •no* » ■ •"»■*• •<•!•)• d«« «j*o*ad ranga at an* tiuttwl p t Wtj l •"<* 
■<*«- >•*<«. • *m thm***\ 
•UDiRMa^man laaufceat at . laa g a a u f^a.^uaaa an« <»aga 
R a af l ■awanwan »>—lco-»w •i««»<t>«u'w<»H 
.-a ao-v pf <j»-j » ro**U) 
TEHffJIAruNI COCT-nClCHT Chan^en«owip U f-»*^paropg>a.C<m 
--a-v» * i-oar< >—-t>a*a*uf twEaT Wm WrnM fW MaX » 
af^a»aiacWiialagala*wa»aat&»»i»H*»aa»rfi up i» lata iwiQDKI ana 
lamiwaua <a"ga my- 0 *0 SO t 
OPJTT (UabMf) Tuai *<" »> * tttMpui «w»aga is w TDHii »• |nv «*>.• 
iwOSfH nl unatan »«a *aM and rnn Hmparahoa ■ j a u aa-aa pS 
— wv*» W4i *H — 0 ■% 
L0*O EFFECT TRANSIENT RECOVER T t«a m*0U ** MNN «o«aga - <• 

I0ON a mm Pa» »■*> 
O/B" SHOOT T^v«^ w ar * ■» «r»- ngMM" tm w *a«J T^ivdi a 

»** ■«—»*» —can 
C*H*» 0Vi0 TIME Am mi outou< •'■'aga '■'-»-' aarwn }s oi apaokao 

■"«ai -r<im «ad MM ng ••m—m a> ae utpwi a graaw »*r Una 

OVCN«OLt*OI PROTECTION C-jw rWUO" * ukmva^Ni -oattH* and 

1 <i Mtaam prM a-.» Baanonaga u-otnl"^ ortua ikh aapan MWi 
•oooa-ng ata.aao" omcM raaaga mm in «H a*" *0m» 

TRW LEVEL Stf*aon>a> •*.»•"*- t caBa B at H«Mgn dim .-, ~*m mrm 
''V -"Maga'ar^a •« a ^>* > * OiftX' 1 10VK alx-a vt' 'lad ovOj) •rAtQm 



MPUT T»W> IHJLSC I*.— an*-l aooaa H»«*a» •* a* 6ai"i 
nail *sa in axcaaqa 9CmI Ptaw a«i»a-ia«ai ara 
VUtaga IV — . M !»V mat 
WM» Uaiti J"a -mm 
OVER VOL 'AGE OUTPUT PULM PiMw a gawaW aOOM Ovf 
a#ta« avano— ga *«■ OVP c*^u* Ptaaa apacaVaftona mm 
■(■age /V nan k 17V maa 
*«9a> I.bK"»> aM»M*maa 
. >0M) a>a> 



Gcmerel 

-•put power 

.Mt «Aa »|TWar •*•*'»' I axgia pnaaa CNaaHon « IWIW* »» 
»4Va> a a. ai a Bii aa a- s*" 
OPtWATTNO TEMPfJUTUM ^0 *»»Ca-iOava CWpul Qa-vnl Nr comuoai 

r«a>akor> a «mg a-awV hwn M oumK a* M'C *a (J Wmava'cC 
COOUNO Loinoa>and 

rHflRMAl. PROTECTION -*a>na* ««na at in* lot a- WiPnPmoafa- 

lum --trrtttu- tWoMkali taaaai aRa> paaaa naa u«aad 

RIMOTf. CONTROL C«n M ' i " J a t VXT m" " n6 «R and on aiin : at act 
TO" «w I a»a»a< a-O ••" Out *>-n ba> on >aa> p«na> tww 



REVERSE VOLI*OI PROTECTION iupp.. 
•*>•'*■ paa"> •onpge aouni 'y-' 
&»«pa ■< a> W ION o» r*Nd »«U eu--pni 
*C INPUT PROTECTION L«a K,aa - peal >v nav 

PRBCI M UOA tar -aoani IW itO-EM Vac rpui n*nni 
H*Mur*C TURING OIVIHON NEW JERftC* rjnHEdCM 
Ova" Pom] Ropa 

■■ . i. - , Naa i) toft 



coaaad agamai tn*'*w at 




B. William Dudley 

Bill Dudley came to HP after earning a BSEE degree from 
Rose-Hulman Institute of Technology in 1965. He designed 
the first models of the 6215 series low-cost lab power sup- 
plies then joined the marketing department asan applications 
engineer A skier, sailor and licensed pilot. Bill spends most 
of his spare time as a volunteer fireman/paramedic He and 
his wife Selena are both active in town affairs 




Robert D. Peck 

After graduating from the Newark College of Engineering 
(1965), Bob Peck designed DVM's for a time then spent two 
years in the Army He came to HP in 1969, going to work on 
switching regulators while working towards an MSEE at NCE 
Married, and with two daughters. Bob also enjoys chess, 
hiking, and amateur theatricals 
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